
 ID Tox21_113052         Plate Batch4-SP112432 Well P1-C-18    File SP112432-C18.D       Inj Date: 21 Nov 13  11:49 pm  MF C5H9NO4     MW 147.1     Expected Conc: 3.00 mM
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  RT   Found  ELS%  UV %  ELS[mg/mL]  Adj[ELS]  [N mM]   Adj[CLN]  #N

 0.15         30.4   0.0     0.06                                 1.0

 0.20   Yes   69.6   0.0     0.11     0.72 mM  1.38 mM   1.38 mM  1.0

 0.31          0.0   0.0                       0.03 mM            1.0

Comment: Failed-Wrong method, elutes in solvent front
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